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ConMed Hyfrecator® 2000 – Patient Plate 7-900-7 

 
 
Dear Valued Customer, 
 

The patient plate for our Hyfrecator 2000 Electrosurgical Unit, item# 7-900-7, is currently not 
available in Australia. However, it is not a required accessory to operate this unit. It is an 
accessory that is used if the clinician prefers to minimize the possibility of shocking during 
monoterminal applications. You can still use the Hyfrecator without the patient plate during all 

procedures.   
 
Whilst the patient plate is referenced in the Operator’s Manual, it says (page 3) “When used, the 
neutral electrode (patient plate) should…..” and  “If the neutral electrode (patient plate) is being 

used….”. The manual also states (page 4) under the Monoterminal Shock section, “The return path 
for monoterminal applications is through the patient’s body, to the ground and back to the 
instrument”. Section 6 references that the majority of procedures use monoterminal techniques 
without a dispersive plate and then continues to discuss the current flow without the plate. Clinician 

preference to use the patient plate during monoterminal applications (which is less common) is 
discussed within the manual, but in no way does it reference that the plate is required to be used 
when using the Hyfrecator 2000.   
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